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A three-dimensional motion capture system is a useful tool for analysing gait patterns during walking or exercising, and it is
frequently applied in biomechanical studies. However, most of them are expensive. This study designs a low-cost gait detection
system with high accuracy and reliability that is an alternative method/equipment in the gait detection field to the most widely
used commercial system, the virtual user concept (Vicon) system. The proposed system integrates mass-produced low-cost
sensors/chips in a compact size to collect kinematic data. Furthermore, an x86 mini personal computer (PC) running at 100Hz
classifies motion data in real-time. To guarantee gait detection accuracy, the embedded gait detection algorithm adopts a
multilayer perceptron (MLP) model and a rule-based calibration filter to classify kinematic data into five distinct gait events:
heel-strike, foot-flat, heel-off, toe-off, and initial-swing. To evaluate performance, volunteers are requested to walk on the
treadmill at a regular walking speed of 4.2 km/h while kinematic data are recorded by a low-cost system and a Vicon system
simultaneously. The gait detection accuracy and relative time error are estimated by comparing the classified gait events in the
study with the Vicon system as a reference. The results show that the proposed system obtains a high accuracy of 99.66% with a
smaller time error (32ms), demonstrating that it performs similarly to the Vicon system in the gait detection field.
1. Introduction
Since its development in the 1970s, modern gait identifica-
tion and analysis has been widely used in walking rehabili-
tation, gait training, life assistance, and motion monitoring
[1–4]. In addition, the gait detection system is widely
applied in the exoskeleton since it is capable of identifying
walking patterns [5, 6].
Three-dimensional motion analysis (3DMA) is the gold
standard for biomechanical analysis since it records the most
accurate kinematic data [7]. However, the typical motion
capture system (Vicon system) is expensive and difficult for
marker application and has slow data postprocessing. The
camera-based two-dimension analysis is an alternative
method to detect movement and is proven to work effectively
in gait analysis in various environments [8]. However, its
accuracy is limited due to the lack of one dimension in
3D coordinates. Besides, the image signal is prone to
observer bias and leads to unreliability [7, 8]. On the other
hand, video recording generated a vast amount of data and
required a high computing performance [9]. These draw-
backs limited the use of two-dimensional visual analysis in
gait analysis.
Wearable sensors work effectively in recording kinematic
data, whereas various gait detectors have been developed
under the combination of low-cost sensors. These gait detec-
tors include manual switches [10, 11], foot switches [10, 11],
shank inclinations [12], force-sensitive resistors [13], goni-
ometers [14, 15], gyroscopes [16], accelerometers, and elec-
tromyography (EMG) sensors [17–20]. These sensors could
be used to detect the walking pattern and identify the gait
phases. However, most of these sensors are mounted
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separately around the body which makes them difficult for
wearing or experimenting with. Instrumented shoes/insole
with different sensor technologies were created in response
to a demand for a portable kinematic data collection system.
The instrumented shoes/insoles were widely developed
by different research groups that combined various sensors
for kinematic data collection, and this contributed to their
widespread acceptance [21]. Force sensors, gyroscopes, and
accelerometers are widely used for gait detection or emulat-
ing patients’ diseases such as foot illness, structural disorders,
and early diagnosed pathologies [22]. These plantar pressure
analysis shoes could estimate the mean pressure, peak pres-
sure, and central pressure of the foot, as well as balance anal-
ysis, ground reaction force detection, and spatiotemporal gait
assessment. Furthermore, these wearable sensors showed a
promising result in gait phase detection on both healthy
and pathological populations [23–31]. Therefore, adopting
a highly integrated digital insole design is a good plan for
the exoskeleton design to balance wearing ease and gait
detection accuracy.
A proper online gait event detection (GED) algorithm
must deal with the inertial signals and ground reaction
forces. Some existing online algorithms have been presented
on the basis of inertial signals [32–36]. The signal of the
gyroscope could be used to determine the initial contact
and toe-off stages, whereas the acceleration is used to detect
the foot-flat and toe-off [34]. Most of these threshold filter-
based gait detection systems showed some similarity with a
rule-based gait phase detection system (GPDS) which was
put forward by Pappas et al. [37]. The GPDS divides a gait
cycle into four stages: heel-strike, stance, heel-off, and
swing. Furthermore, the switch of four gait phases was classi-
fied by the filter-based algorithm. Also, this simple rule-based
gait detection algorithm could achieve considerable perfor-
mance compared to the hidden Markov model (HMM)
approach [36].
However, most of them adopt threshold filters, which cre-
ate computational burden and delays due to the complex
mathematical calculation required for threshold value updates
[33, 34]. In addition, machine learning (ML) showed superior
performance in boundary decision and classification [38].
When large training data was fed, the ML-stetted boundaries
produced better decision accuracy than the manual threshold
[39]. Some ML methods like neural networks (NNET) and
support vector machines have been applied in automatic gait
recognition [40–42]. The artificial NNET was designed using
features extracted from walking kinematic parameters.
This study is aimed at designing a reliable low-cost online
GEDS performance and comparing it to a commercial sys-
tem. To lower the cost, the proposed system adopts mass-
product sensors and chips, while an x86 mini-PC was used
as a computing center to run the gait detection algorithm in
real time. To guarantee the gait detection accuracy, the pro-
posed system adopts a four-layer MLP model and a rule-
based calibration filter to classify kinematic data into five dis-
tinctive gait events: heel-strike, foot-flat, heel-off, toe-off, and
initial-swing.
Another aim is to compare the performance of the two
systems; therefore, walking experiments are being planned
to determine if the low-cost system can replace the commer-
cial system. The result indicates that the proposed system
achieves high performance of 99.66% accuracy with employed
feature extraction, hyperparameter optimisation, and rule-
based calibration. With regard to the fast-computing demand,
a short sliding time window (10ms) and a simple MLP struc-
ture are used as they have the characteristics of less processing
and response time. These intrinsic characteristics lead to a
smaller time error (32ms) compared to other gait detection
systems [32–34, 43, 44]. Finally, these findings prove that the
low-cost system has a similar performance to the commercial
system and reaches the design target.
2. Physical Model
A control board and two digital insoles make up the low-cost
multisensor integrated system (LMIS). Figure 1 shows that
the integrated structure is lightweight and portable. The dig-
ital insole collects the foot’s kinematic data during walking,
while the control board classifies the data into five gait events
through an embedded gait detection algorithm.
2.1. Digital Insole. The digital insole is assembled by a UK 8
size insole, two square FSR (Interlink Electronics FSRTM
400 series), and a 9-axis IMU (MPU 9250) as shown in
Figure 1(c). The orientation of IMU is calculated by the Kal-
man filter which was widely applied to unmanned aerial
vehicles [45]. The acceleration and angular measurement
ranges of MPU-9250 are ±16 g and ±2000 deg/s, respectively,
and for each measurement, the precision is 6 × 10−5 g and 8
× 10−3 deg/s. The force accuracy range of squad FSR is
±5% to ±25%. One FSR is located in front of the insole to
detect the toe load while the other is located at the back for
the heel load measurement. Meanwhile, the IMU is mounted
under the foot arch, which is the best place around the foot
for placing a sensor as it delivers the most accurate data
[46]. Also, in this location, the chip sustains the smallest foot
pressure and prevents damage.
2.2. Control Board. Figure 1 shows that the physical structure
of the control board is a cuboid box (310mm × 110mm ×
150mm), which is lightweight and portable. It consists of
two Arduino Uno R3, an x86 mini-PC, and a power bank.
Furthermore, the control system is divided into two levels:
a low-level controller and a high-level controller.
Uno R3 is the core of a low-level controller which is
embedded in a 16MHz microcontroller, and it is mounted
on a breadboard and connected to the digital insole’s cable.
The applied force on the insole can be calculated bymeasuring
the voltage as the resistance of FSR would change according to
varied pressure. Furthermore, the raw acceleration/gyration
data in IMU are sent to Uno R3 by the I2C port. The Uno
R3 acquires the kinematic data of the digital insole, then the
output to the mini-PC.
The x86 mini-PC is a high-level controller that has high
computing performance as it is powered by a 1.1GHz Intel
M3-8100Y chip. A 10000mAh power bank supplies electric-
ity to both the Uno R3 and the mini-PC. The mini-PC
receives preprocessed kinematic data from the low-level
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controller and classifies the gait event in real time by the ML-
based gait detection algorithm. For data transmission, the
IMU sends data to the Uno R3 through the I2C Protocol,
and Uno R3 sends kinematic data to the x86 mini-PC by a
serial port through a USB.
3. Gait Detection Algorithm Modeling
Figure 2 shows the development of the gait detection algo-
rithm of LMIS based on ML and the rule-based calibration
method. This algorithm is designed to detect the five gait
events: heel-strike(HS), foot-flat (FF), heel-off (HO), toe-off
(TO), and initial-swing (IS) in real time at 100Hz. Keras
package is selected to run the GED algorithm on the Python®
platform. Besides, MLP was adopted to establish the NNET
in this paper as it shows good performance in solving sto-
chastic problems and can establish a mapping from complex
input data to outputs. The MLP predicts the real-time gait
event based on the signals of IMU embedded in the insole
when FSR data are adopted for rule-based calibration. This
rule-based calibration filter is applied to cross-validate the















Figure 1: Low-cost multisensor integrated system: (a) subject with LMIS; (b) assembled control board; (c) disassembled digital insole.
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Figure 2: Development process of LMIS.
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3.1. Gait Event and Labelling Method. The gait event is
divided into the stance phase and the swing phase. Therefore,
for better analysis of walking patterns, the gait event is subdi-
vided into the following five events: HS, FF, HO, TO, and IS.
MLP should be trained first before employing the low-
cost gait detection system. The training dataset generated
by IMU in the digital insole is labelled by additional measure-
ment equipment. In this research, three rounded FSRs
(SPARKFUN SEN-09375) were attached to the shoe button
to measure the foot pressure. One was mounted on the shoe
upper front, one located on the toe area, and the last fixed on
the heel area. Also, the FSR connected with Uno R3, so the
kinematic data acquisition and data labelling process could
work simultaneously.
Figure 3 shows the method to determine individual gait
events according to the 3-FSR measurement result. A 10N
threshold decides the load/unload condition; the FSR load
larger than the threshold is defined as a load condition and
vice versa. Finally, the gait event is labelled according to the
load conditions. The force larger than 10N applied on FSR
is defined as the load condition and any smaller force applied
is the unloaded condition.
3.2. Data Acquisition. The collection of foot kinematic data
by the insole and 3-FSR are running simultaneously with
Uno R3 at 300Hz. The 3-FSR only obtains 3 load values
when each insole’s dataset contains 8 parameters that are 3-
axis accelerations, 3-axis angular velocities, and 2 load values.
Besides, the MLP model makes use of the 6-axis IMU data
when 2 load forces are applied for rule-based calibration.
An integrated message of each insole is composed of a time-
stamp, IMU data, FSR data, and labels, in that order.
3.3. Feature Extraction and Data Preprocessing. This study
mainly focuses on time-domain feature extractions as the
sampling frequency of the Uno R3 board is too low for Fourier
transform. The features of IMU signals are extracted for MLP
training and classification. Four time-domain features have
been extracted in this project: arithmetic mean (AM), mean
absolute value, root mean square, and variance (VAR). In
equation (1), xi represents the input values and N stands for























































This research applies a 10ms sliding window to extract
data features, as a complete gait cycle only takes around 0.6 s
and requires a short response time. By this method, the raw
data could be extracted into one-dimension vectors (24
parameters) at 100Hz.
Since the extracted features have different scales, the sig-
nificant difference could cause classification problems when
these different values are adopted together for ANN training.
To solve this problem, a min–max scaling normalisation is
adopted to rescale the range of features to the common range
in [−1, 1].
x′ = a + x −min xð Þð Þ b − að Þ
max xð Þ −min xð Þ : ð2Þ
In this formula, the a and b represent the rescaled range
½a, b. In this paper, a is -1 and b equals 1. x represents the fea-
ture values when min/max ðxÞ stands for the minimum and
maximum values in the dataset. After that, the normalised
one-dimension vectors are the output for the MLP model.
3.4. MLPModelling and Evaluation.A baseline MLPmodel is
established to classify the gait event based on the data type of
Heel-strike Foot-flat Heel-off Toe-off Initial-Swing




Figure 3: Gait event labelling criteria according to 3-FSR measurement.
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input/output. It has 24 input nodes and 5 output nodes
because of the 24 gait parameter inputs and 5 gait event out-
puts. Therefore, it introduces a k-fold cross-validation
method to test the model performance. The k-fold cross-
validation procedure divides a limited dataset into k non-
overlapping folds. Each k-fold has a chance to be used as a
held-back test set when all other folds are used as a training
dataset. A total of kmodels is fit and evaluated, and the mean
performance is reported. In formula (3), CV represents the
mean performance, indicating the iteration of models







accuracy ið Þ: ð3Þ
By adopting a k-fold evaluation, the AM over the k per-
formance estimates from the test sets could be calculated.
Also, it reduces the pessimistic bias significantly compared
to a single-fold accuracy calculation.
3.5. Hyperparameter Optimisation. The ANN model has a
complex structure with different constraints, weights, batch
size, learning rate, and neurons to generalise different data
patterns. Hyperparameter optimisation searches for the most
optimal combination of ANN parameters to achieve the best
performance. In this research, the grid search is applied in
the MLP model and it searches for the most optimal neuron
numbers and batch size. Besides, the fivefold cross-validation
was applied to evaluate the performance.
According to the grid search result in Figure 4(a), the
optimal hyperparameters of the MLP model could reach
96.25% accuracy with a small standard deviation (0.0202)
when this model adopts 6 neurons in layer 1, 2 neurons in
layer 2, and batch size sets to 8.
3.6. Rule-Based Calibration Filter. The MLP model achieves
96.25% gait detection accuracy after hyperparameter optimi-
sation. However, this accuracy is not enough for the exoskel-
eton control, as the incorrect assistive force leads to
uncoordinated walking. Figure 5 shows a rule-based filter
being introduced to calibrate the MLP results and improve
gait detection accuracy. It calibrates the gait event prediction
of MLP by some threshold condition judgments.
Based on the training dataset, we found some common
errors occurring in the neural network. ANN tends to con-
fuse some FF with HS phases as, in the first place, FF has a
similar IMU pattern with the HS phase. However, the HS
can only happen sequentially after the IS and cannot appear
in the middle of any stance phase. So, this introduces the
“previous gait” to store the previous gait phase. Once the pre-
vious gait event of HS is not IS, algorithms should deny the
prediction and continue using the last gait phase until they
get a new prediction. Also, in the heel-strike event, the toe
load should be smaller than 100N as the toe area has not
had contact with the ground yet.
When it comes to foot-flat, both the heel and toe loads
stay at a high level because the foot fully contacts the ground.
Also, the value of the force applied on two FSRs are much
higher than 100N in all subject experiment data. And the
100N is taken as the threshold to determine whether the
toe/heel contacts the ground. If the heel load intends to
decrease and the toe load remains at a high-pressure level,
it means that the subject comes to the heel-off stage. Further-
more, the toe-off event only occurs after the stance or heel-
off, and this circumstance can be used to correct the wrong
MLP prediction. Meanwhile, only a small amount of force
was applied to the two FSRs during the IS. In this case, both
FSRs sustain smaller load values compared to the threshold.
Once the artificial NNET is combined with the rule-based fil-
ter, the gait detection algorithm achieves high accuracy and
reliability.
4. Experiments
4.1. Experiment Scenarios. The experiment acquires the gait
event of subjects during walking by two different systems.
The first is the custom LMISl developed in the Python plat-
form, whereas the second is the commercial Vicon system.
The paper is aimed at comparing the GED result between
the low-cost system and commercial systems to evaluate the
accuracy and reliability of the custom systems. Thus, five
subjects were required to walk on a treadmill at a normal
walking speed (4.2 km/h) under two systems for data collec-
tion and gait event classification. Figure 6 shows the experi-
mental arrangement of the two systems.
In the data acquisition process of the gait detection
experiment, five able-bodied subjects voluntarily participated
and their information are listed (see Appendix Table A1).
The subjects were informed of the purpose and procedures
of the study, and a written consent form was signed by
each subject. The experimental design was approved by the
Ethics Committee of the Second Hospital of Jilin
University, and the study was conducted according to the
Declaration of Helsinki.
For customer low-cost systems, the digital insoles are put
inside the shoes for data collection. Then, the IMU/FSR
sends the raw electric signal to the Arduino board for pro-
cessing and conversion to kinematic data. Afterward, the
kinematic data delivered to the mini-PC are classified into
gait events by NNET.
Furthermore, the commercial Vicon system is an infrared
motion capture system that tracks the position of reflective
markers in 3D space. Figure 6, (2), shows four reflective balls
attached to the subject’s shoe before the experiment. The vin-
tage camera captures the marker’s reflected light and deter-
mines the 2D coordinates of the markers, whereas the 3D
coordinates would be composed of six 2D coordinates from
six cameras. The coordinate information is recorded in the
host PC and postprocessed for gait event classification.
Figure 7 shows the experimental procedures of two sys-
tems running independently to detect the gait event, and
the gait result of the Vicon system is taken as the reference.
Since two systems work independently, it is necessary to
synergise the two systems into the same timeline before the
calculation of accuracy. The timeline synergy method is
mainly based on recording the time of the first gait event in
both systems set as the base time, as indicated in Figure 8.
At the start of the experiment, the subjects were requested
5Journal of Sensors
to stand near the force plate and lift their feet off the ground
at 10 s, then step on the force plate and walk on the treadmill.
The time the force plate and the digital insole was loaded was
identified as the time axis zero point in both systems.
After that, two systems worked simultaneously to record
the walking pattern until the stop of the treadmill. Then, all
the experimental data were saved and synergised into the
same timeline. Furthermore, the gait event results in both
systems were determined and recorded into the same time-
line. At last, the accuracy and time error of a low-cost system
could be evaluated by comparing the results with the
reference.
4.2. Equipment
4.2.1. Low-Cost System. The low-cost system shown in
Figure 6 is made up of 2 components: the control board
















































































Figure 4: Hyperparameter optimisation: (a) accuracy of gird search result; (b) standard deviation of gird search result.
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Latte panda mini-PC, Arduino board, power bank, IMU, and
FSR. The sampling frequency of sensors is 300Hz with the
data features extracted by a 10ms window and classified into
gait events by the gait detection algorithm at 100Hz.
The IMU and FSR are embedded in the digital insole and
send the raw signal to the Arduino board. Besides, the Ardu-
ino board registers the information and delivers it to the
mini-PC, where kinematic data are analysed and classified
into gait events. A 10000mAh power bank supplies electric-
ity since the whole system is low energy cost. The main char-
acteristic of the low-cost system is listed (see Appendix
Table A2).
4.2.2. Commercial System. The second system used in the
experiment is a commercial one (Vicon system) with charac-
teristics as in Table 1. This equipment is widely used in
motion capture and gait analysis because of its high accuracy
and powerful platform. In this experiment, the working area
of the Vicon system is 5m × 5m. The Vicon system consists
of six V5 cameras and two force plates which run on the
Nexus TM software. The multiset of cameras could capture
the motion at 200Hz and the force plate at 1000Hz.
In contrast with the low-cost system, this facility has a
higher sampling frequency (up to 420Hz) and no extra load
on the subject since the equipment is fixed in the laboratory.
The users are only required to stick with markers for IR cam-
era tracking. However, offline postprocessing is required to
classify the foot coordination data into gait events. The main
characteristic of the Vicon system is listed (see Appendix
Table A3).
4.3. Data Analysis. After the experiment, the kinematic data
from the low-cost system and Vicon system should be ana-
lysed for gait event estimation. And the gait results of the
two systems should be synergised into the same timeline
before comparison and performance evaluation.
4.3.1. Low-Cost System. The gait detection algorithm predicts
the gait event and records the kinematic data in real time, and
the results are shown in Figure 9. The four subplots illustrate
























If (previous gait = initial-swing)
and (Toe load < 100)
If (Toe-load >100) and
(Heel-load >100)
If (Toe-load >100) and
(Heel-load < 100)
If (Toe-load < 100) and
(Heel-load < 100)
If (previous gait = heel-off) or
(previous gait = foot-flat)
Figure 5: Gait detection algorithm diagram.






Figure 6: Equipment of the testbed used in the experiments: (1) digital insole (IMU and FSR embed); (2) Pearl Hard Base Markers; (3) control
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Figure 8: Timeline synergy method.
Table 1: Time error comparison among different gait detection systems.
Project
Time error (ms)
Heel-strike Foot-flat Heel-off Toe-off Initial-swing
LMIS 29 17 53 33 29
GPDS [37] 70 70 40 35
Skelly [43] 120 233 150 33 67
González [32] 157.2 37.4
Zhou [33] 146.6 70.4
iIMU [44] 10 19
Maqbool [35] 16 16.5 3.6 16
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respectively. Some common features can be extracted in a
complete gait cycle since different kinematic parameters have
similar periodicity. For example, surged heel load and
plunged z-axis acceleration values always appeared at HS
events. Similarly, in the TO stage, the value of the toe load
and x-axis acceleration plunged at the same time. In FF, the
z-axis acceleration stays around 0 g, and the foot load stays
at the highest level. When it comes to HO, both the foot pitch
and heel load plunged. At the initial-swing event, the x-axis
acceleration values get to the bottom and the foot load
approached zero.
4.3.2. Vicon System. As the Vicon system records the 3D
coordinates of four markers, it is easy to track foot movement
and estimate the corresponding gait events. The three sub-
plots illustrate the gait events, thez-axis coordinates the shoe
marks, and the 3 axes coordinate the heel marker, respec-
tively. Figure 10(c) indicates that the z-axis value of the heel
marker descends to the bottom at every heel-strike event.
Moreover, all marker values in the z-axis stay similar between
the FF event and the HO event. The values of the heel marker
surge when it comes to the HO stage as the foot goes off the
ground. Once the value of the toe marker rises, it indicates
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Figure 9: Gait phase detection by digital insole: (a) gait phase; (b) foot load; (c) foot acceleration; (d) foot angle.
9Journal of Sensors
that the gait phase comes to TO. The period between the TO
and the next heel HS is the swing phase.
4.3.3. Gait Event Comparison. Figure 11 shows the result of
the two systems after determining the gait event of the
walking experiment. The result indicates that the low-cost
system achieves similar performance compared to the com-
mercial system. However, Figure 11(c) shows the existence
of some time error between the two systems. It is caused by
different sampling frequencies and classification methods.
The performance of the low-cost system is evaluated in
the result chapter.
5. Results and Discussions
5.1. Gait Detection Accuracy. The gait detection accuracy was
evaluated by comparing the detected gait event from LMIS
with Vicon’s result. The studied gait phase is considered to
be the reference walking pattern since Vicon recorded the
most accurate foot coordinate value at a high frequency.
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Figure 10: Gait event analysed by Vicon experiment data: (a) gait phase; (b) Z-axis coordination; (d) heel-marker coordination.
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The experiment obtains over 5000 gait samples, from 5 sub-
jects, and the 5000 samples were adopted for accuracy calcu-
lation. Each subject was subjected to ground walking on the
treadmill with a regular walking speed (4.2 km/h), and 1000
walking samples are recorded. A confusion matrix is adopted
to illustrate the detection accuracy of each gait event.
Figure 12(a) shows the number of correct detections, whereas
Figure 12(b) indicates the normalised detection accuracy.
The result indicates that the LMIS achieves excellent perfor-







































Figure 11: Gait event detection result comparison: (a) gait event detected by low-cost system; (b) gait event detected by Vicon system; (d) gait




























19 4960 6 7
0
0 0 0 0 5000
0 0 5000 0
4986 2 25





























0.004 0.992 0.001 0.001
0.000
0.000 0.000 0.000 0.000 1.000
0.000 0.000 1.000 0.000
0.997 0.000 0.0000.001
0.004 0.000 0.001 0.001
(b)
Figure 12: Confusion matrix of gait event detection result: (a) confusion matrix result; (b) normalized confusion matrix result.
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Moreover, the confusion matrix also indicates that the
LMIS has a stable performance for each single GED. For
HS and FF, the accuracy of TO and SW event detection is
100 percent, 99.4%, and 99.7%, respectively. For HS and FF,
the accuracy of TO and SW event detection is 100%, 99.4%,
and 99.7%, respectively. Even in the worst-case scenario,
the HO event detection accuracy remains 99.2%.
5.2. Time Error of the LMIS. The difference between the time
reported by LMIS and the time reported by the referenced
Vicon system at the same gait event is called the time error.
LMIS achieved both high gait detection accuracy and low
time error. For the five gait phases, 32ms time errors
appeared on average relative to the reference signal from
the Vicon system.
According to the prediction result of the five gait events,
the time error is 29ms for HS, 17ms for FF, 53ms for HO,
33ms for TO, and 29ms for IS, as shown in Figure 13.
Since the Vicon system adopts a video signal and LMIS is
a kind of kinematic-based measurement, the different mea-
surement methods lead to the time error. Taking the HS event
as an example, the video-based Vicon system can record the
first time when the heel’s marker touches the ground in coor-
dination, whereas the ground reaction force is kinematically
applied afterward which leads to a time gap. Similarly, during
the HO event, the pressure was unloaded before the shoe goes
off the ground, which has a time lag as well. Therefore, the
detected gait event time by LMIS can either be earlier or later
than the reference signal.
5.3. Accuracy Analysis regarding Time Error. Kostov [47]
indicated that there are two kinds of errors in a machined
learned rule in the gait event detector: “critical” and “noncrit-
ical” errors, where critical errors occur at the middle of the
gait event and noncritical errors could shorten or extend each
gait event. The critical errors lead to false GED and might
result in the falling of users. Furthermore, the noncritical
errors usually lead to time lag and do not influence the gait
detection as much. In this study, the two types of errors are
defined in Table 2.
Based on the two types of errors, two kinds of gait detec-
tion accuracies are adopted for gait detection performance
evaluation: accuracy for e1 (Ae1) and accuracy for e2 (Ae2).
Ae1 is the relative difference of Ge1 for the Ga, whereas Ae2









The Ae1 of all five subjects during the gait experiment is
99.66% with 0.0073 standard deviations and Ae2 is 76.26%
with 0.1787 standard deviations. The detection accuracy
result of each gait event is shown in Figure 14. Meanwhile,
the detailed results of gait detection accuracy and standard
deviation of each subject are shown (Appendix Table A4
and Table A5).
5.4. Performance Comparison with Other Projects. The LMIS
presented in this study can reach an average of 99.66% accu-
racy for five different subjects regarding gait detection accu-
racy. This accurate detection rate is relatively higher than
most of the existing gait detecting systems. The accuracy of
traditional GPDS was 99%, as it only adopted a threshold-
based filter to classify gait events. When compared with the
project of Lee et al. [48], it reached a 99.15% detection rate
when the peaks of foot acceleration identified gait events.




















Figure 13: Gait detection time error.
Table 2: Gait event error types.
Error type Definition
Critical error (e1)
Time error > 100ms or
wrong gait prediction
Noncritical error (e2) Time error < 10ms
12 Journal of Sensors
The study of Rueterbories et al. [49] identifies the gait phase
by differential foot acceleration with the gait detection accu-
racy of 99.66%. Although in the project of Kotiadis et al. [50],
their system reached 100% gait detection accuracy, it was an
offline method and had considerable time delay (0.03Hz low-
pass filter).
In terms of the gait detection time error, the average time
error in LMIS is 32ms which is relatively low compared to
some existing researches. As per the time errors shown in
Table 1, there appear 20ms and 33ms time errors for HS
and toe-off stages in the proposed system. In contrast, these
time errors are fewer than traditional GPDS [37] (90ms for
HS and 60ms for TO) and Skelly and Chizeck [43] (120ms
for HS and 34ms for TO). As GPDS and Skelly and Chizeck’s
project were pretty outdated, more recent works were
required for comparison. However, the result in this study
is still better than those in the studies of González [32]
(117ms for HS and 34ms for TO) and Zhou [33] (average
of 146.6ms for HS and 70.4ms for TO). When it comes to
iIMU [44], the system presented outperforms the presented
system which has lower time errors. Nevertheless, the iIMU
can only start from FF conditions which means it does not
work at the first gait cycle if the user is not in the stance status
and it may result in falling. Also, it only adopts a 30 FPS video
recording system (13M pixels, 30 FPS) which itself has 33ms
errors per frame. Therefore, the actual time error could be
much higher than expected. Furthermore, some projects do
achieve fewer time errors compared to the presented projects.
For example, the GPDS has a 40ms time error in HO event
which is smaller than our research (53ms). Besides, Maqbool
et al.’s research achieves lower time errors in all gait events
(16ms for HS,16.5ms for FF, 3.6ms for HO, and 16ms for
TO) [35]. It achieves a much lower time error in HO and
TO events compared to most existing systems.
6. Conclusions
This article develops and validates an LMIS for online walk-
ing gait detection. The LMIS adopts mass-produced chips to
achieve similar gait detection performance as the commercial
Vicon system with lower prices. The high gait detection accu-
racy (99.66%), minor time error (32ms), and low-cost
(around 800£) characteristics indicated that the proposed
system is a potential economic replacement for the Vicon
system in the gait detection field.
The experiment validates the high reliability of the pro-
posed system. The test results show 100% detection accuracy
for TO and IS, 99.4% for HS, 99.7% for FF, and 99.2% for HO
across all subjects in regular walking speed (4.2 km/h). It has
a relatively low time error in FF (17ms) and IS (29ms) com-
pared to other researches. However, this system indicates a
higher time delay in HO (53ms) and TO (33ms). It indicates
the algorithm should be improved to minimise the detection
latency, especially in HO and TO events. Besides, the exper-
iment is conducted under a specific walking speed, and var-
ied speeds may influence the gait detection performance.
The influence of different velocities should be analysed in a
further experiment.
Data Availability
The gait detection result data used to support the findings of
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Figure 14: Gait detection accuracy.
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